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V-20 SERIES VARIACS —NEW, STANDARD MODELS 
REPLACE 100 SERIES —RATINGS INCREASED 


• THE TREND towards nicreased watts 
I)cr ix)und ab*eady noticed in the previously 
announced V-5 and V-10 Series Variacs* is 
even more pronounced in the V-20 Series. 
Where the V-IOMT delivers 112 per cent 
more power per pound than the 100-Q, the 
V-20M (a cased model) delivers 143 per 
cent more ix)wer per pound than the 100-Q. 
Once again the use of new materials and 
design formulae have made possible a marked improvement. 

Ratings of V-20 Scries Variacs double thase of the V-10 Series, just 
as the latter doubled V-5 ratings. V-20 is rated at 20 amperes, with a 
30-ampere maximum. V-20H rates at 8 ami)ere8; 10 amperes maximum. 
These ratings necessitate a departure from the terminal practice of the 
previously announced V-5*8 and V-lO’s. Heavier, barriered terminals 
are provided m a box designed for BX or conduit attachment, since 
V-20 capacities exceed those of 
(Figure 2). 

V-20’s, nevertheless, bear a 
marked resemblance to V-S^s and 
V-lO's, being designed on the 
same general principles, lire two 
brushes are of the new unit con- 

•Gilbert Smilm, * V-5 K«rte> Variacs—New. 

Irapnn-ed ModelB Replace liOOC Series.’* (irn- 
eral Hadio Bxjtrrimenter, May. 1946; **V-10 
Series Variaos—New. StaiuUfti Models. Inter- 
raediate Between 20(M^ and 100 Senes. ”6'rnrra/ 
ftadM£xpertfnciil«r, July-.\ijcust, 1940. 


Figure 1. View of the 
Type V.20M Vorioc. 
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Figure 2. View of the V-20M with terminal box cover 
removed. Note the spore set of brushes attached to 
the cover. 


St ruction, and, in addition, spare brushes 
are mounted in the terminal box. The 
case may be removed by loosening two 
screws; the tenninal cover by one. Low- 
loss scroll core construction is standard. 
Aluminum base, dial, and enclosing 
parts contribute strength with light 
weight. 

The control knob is a newly de¬ 
signed combination knob and hand- 
wheel, which is greatly improved in 
both appearance and utility over the 
earlier handwheel. 

Rounded contours and compressible 
rubber feet minimize damage to adja¬ 
cent objecte. Corrosion-resistant ma¬ 
terials with a durable baked finish pre¬ 
serve appearance. Every effort has been 
made to incorporate in V-20 Series 
Variacs all possible convenience, relia¬ 
bility, and efficiency. 

Like the V-lO’s, V-20’8 are wound on 
a new concentric toroidal winding ma¬ 
chine with great gains in both winding 
speed and accuracy. The V-20 winder, 
like the V-10 winding machine, was pro¬ 
duced from our own designs in our own 


tool room. Figure 3 shows a winding m 
process. 

Since the outstanding feature of the 
V-20 Ls its truly remarkable output per 
pound of weiglit, some further expan¬ 
sion of this subject seems warranted. 
Thirty amperes at 115 volts is 3.45 
KVA, the V-20 rating. Completely 
cased, the V-20 weighs but 20 }^ pounds. 
One V-20 in single-phase service will 
deliver .160 KVA per pound. Contrast 
this figure with a tabulation of older 
models: 

Variac KVA/lb. V-20 Gain 

200-CM .0908 83% 

100-Q .0684 143% 

When standard Variacs, V-20’8 in¬ 
cluded, are o[>erated in a three-pha^^e 
wye connection, the jwwer output is 
still further increased because the over¬ 
voltage port ion of the winding allows the 
units to be operated at double their 
normal single-phase line voltage. Three 
V-20M units in a three-phase wye 
deliver 12 KVA, corresponding to 0.192 
KVA per pound. 

Open delta (Figure 5) and overvoltage 
circuits (Figure 6) do not increase 
KVA per pound but do extend useful¬ 
ness. Figui-e 6 is especially interesting in 


Figure 3. A V>20 winding In process. 
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that two V-20’8 so connected will deliver 
^ 0-270 volta from a 230-volt line at 20 

amperes rated, whereas two V-20H'8 
in parallel would cover the same range 
at but 16 amperes rated. Two V-20hr8 
connected according to Figure 6 will 
cover 0-540 volts from a 460-volt line 
at 8 amperes rated. 

Figure 9 shows a V-20 used with a 
supplementary transformer to cover a 
limited voltage range. Suppose, for 
example, that a range of 0-10 volts is 
required. The ratio of the supplementarj^ 
transformer is 115/10 «=11.5. Since cur¬ 
rent is in inverse ratio to voltage, the 
current step-up is 11.5/1. Thus, with 
the supplementary transformer, the 
V-20 will supply 20 Xll.5 =230 amperes 
over the 0-10-volt range. Furthermore, 
the entire Variac range will be used in 
going from zero to ten volts, finer adjust¬ 
ment of load is possible, and wear is 
distributed evenly over the Variac 
winding. 

Figure 10 shows a V-20 and supple- 
mentarj' transfonner operated to secure 
line-voltagt* regulation. As shown, the 
range is from 105 to 125 volts, with 
115 volts out. The transformer ratio 
is 5.7.5/1. The available current is 

Figur* 7. Th* n«w Typ« V-30M shown botido its prodocsssor. Typo 100-Q. Figuro B. A throo-gong os* 
Dolivoring 66% moro powor. tho V-20 is much smollor. sombly of V-20 Voriocs. 



Figuro 4. Throo-gongod Voriocs in o wyo connoction. 
Lino voitogo con bo doubio tho normol singlo-phoso 
lino voitogo of tho Vorioc. 




Figuro 6. Two Voriocs in sorios with singlo control 
con bo oporotod ot doubio tho voitogo of o singlo unit. 
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Flgur* 9. ConnccHoni of Voriac ond tuppUrntnlory 
•top-down trontformor. 



FIguro 10. Vorioc and •uppUmontary Irontformor for 
lino voltogo corrortion. 


115 amperes (5.75 X20), yielding a KVA 
capacity of 13.2 over the entire regula¬ 
tion range. Note again that regulation 
is close and that wear is reduced by 
working the whole Variac winding. 
When the brush is below the tap, voltage 
is subtracted from the line voltage; 
when above, added to it. 

Thus in Figures 9 and 10 are shown 
ways of still further increasing the 
effectiveness of the V-20'8 high output. 
These supplementary^ transformer cir¬ 
cuits are equally effective with all 
new Variacs having taps 6 and 7 
to permit the use of the circuit of 
Figure 10. 

—Gilbert Smilev 


SPECIFICATIONS 


Mountingt All models are supplied with case and 
terminal box cover. Terminal box is designed 
for use with BX or conduit. 

Oiolst Dials are engraved for overvoltage con¬ 
nection (135 or 270 volts maximum). Special 
dials arc available for 115- and 230-volt maxi¬ 
mum output. Dial is reversible, one side for 
table mounting, the other for panel inoimting. 


Current Rotlngti In the following table, Rated 
Current is the current that can be safely drawn 
at any dial position and is determined by the 
loss in the winding; maximum current can be 
safely drawn at voltages close to input line 
volti^ or at low output voltages and is de¬ 
termined by brush loss. A load drawing maxi¬ 
mum current at line voltage will not overload 
the Variac at lower voltfiges. 



Figur* 11. Outlin* dim*ntion» of Typos V-20M and V-20HM Varioct. 
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Type 

V-20M 

V-tOHM 

Load Hating (KVA).... 

3.45 

2.3* 

Input Voltage... 

115 

230 or 115 

Output Voltage (Zero to ). 

115 or 135 

270 or 230 

Rated Current (Amperes). 

20 

8* 

Maximum Current (Amperes). 

30 

10 

No-Load Loss 60 (Watts). 

Over-all Height for Table Mounting (Inches)... 

27 

4« 

IH 

22% 

JEWEL 

27 

4H 

7J^ 

m 

21H 

JIMMY 

Maximum Panel Thickness (Inches). 

Depth behind Panel (Inches). 

Diameter of Variac Cylinder (Inches). 

Add for Terminal Box (Inches). 

Net Weight (Pounds). 

Code Word. 


$55.00 

$55.00 



*Witb llS-Tolt input Applied scron half the winding, rating ia reduced to one-half the ralue ahown. 


GANGED MODELS 

Type De$cription Cods Word Price 


V-20-G2 

2-Oono Type V-20.. 

JEWELOANDU 

$126.00 

V.20.03 

3-Gang Typa V-20. 

JEWELOANTT 

182.00 

V.20H-02 

2.Gang Type V-20H. 

JIMMYOANDU 

126.00 

V-20H.03 

3-Gang Typa V-20H. 

JIMMYOANTY 

182.00 


AUDIO-FREQUENCY DISTORTION AND 
NOISE MEASUREMENTS 


JuBt before the war, when the re¬ 
quirements of national defense began to 
take up more and more of our facilities, 
it became necessary to dLscontinue the 
manufacture of some instruments be¬ 
cause they were ased primarily for 
civilian puri) 08 e 8 . Among these was the 
Type 732-B Distortion and Noise Meter 
and the Type 732-Pl Range Extension 
Filter. These verj* popular instniments 
had found wide use throughout the 
broadcast industrj^, both here and 
aliroad, and in a great numlxjr of sound 
recording and motion picture studios. 

Particularly for the broadcast and 
communications laborator>' applications, 
a new type of distortion and noise 
meter* was developed just after the 
war and introduced in 1946. It 

•Trra 1032~.\ Diatortioo and Kobe Meter. 


makes possible the measurement of 
harmonic content of any funda¬ 
mental frequency in the band from 
15 to 15,000 cycles with hannonics up 
to 45,000 cycles. 

There are some applications, however, 
where a sharply selective tuning element 
is not desirable. This is part icularly tnie 
when making distortion measurements 
of .‘?ound on fihii or on disk recordings 
where the fundamental frequency is not 
constant. Variations in the fundamental 
frequency, such as *‘wows'' and other 
irregularities, will cause detuning of the 
highly selective single-frequency R-C 
filter used in the Type 1932-A Distor¬ 
tion and Noise Meter. This difficulty is 
completely overcome with the Type 
732-B Distortion and Noise Meter. It 
is equipped with a 400-cycle high-pass 
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L-C 61tor, 80 that measurements of the 
harmonic content of a 400-cycle signal 
can be rapidly made. If the 400-cycle 
signal Ls somewhat imsteady, the ac¬ 
curacy of the measurement is not 
affected, l)ecause of the width of the 
pass band. As an auxiliary unit for use 
with the distortion meter, the Type 
732-Pl Range Extension Filters are 
available, so that distortion measure¬ 
ments at additional fundamental fre¬ 
quencies of 50, 100, 1000, 5000, and 
7500 cycles can be made. 

The simplicity of this distortion 
meter and its sjieed of operation make 
it a most useful instrument for produc¬ 
tion tests on radio transmitters and 
receivers. Among the measurements that 
can be made with this instrument are: 
(1) Signal-to-noise ratio; (2) distortion 
vs. power, r-f level, frequency, and per¬ 
centage modulation; (3) audio fre¬ 
quency response; (4) noise vs. carrier 
level; and (5) hum modulation and hum 
level. Other measurements that can be 



Figure 2. Functional block diogram showing con* 
noctions botwoon tho distortion and noiso motor and 
tho rango- oxtonsion Rltors. 


made on receivers include (1) distortion 
and noise as a function of audio output; 
(2) whistle output at 2nd and 3rd har- 


Figure 1. Panol viow of tho Typo 732*B Distortion and Noiso Motor 
with Typo 732-PI Rango-Extonsion Filtors. 
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monies of the intermediate frequency; 
and (3) two-si^pial cross talk. 

There has lxH?n a steady and continu¬ 
ing demand for the Type 732-B Distor¬ 
tion and Noise Meter with the Range 


Exten.sion J'ilter, luid wc have been glad 
to meet it by the resumption of pro¬ 
duction at this time. Deliveries can hi' 
made promptly. D(*t ailed s|x»cifications 
are giv'en below. —A. E. Thiessex 


SPECIFICATIONS FOR TYPE 732-B DISTORTION AND NOISE METER 


Distortion Kongo: Distortion is rciul directly 
from a large meter. Full-scale values of 30%, 
10%, 3%, and 1 % are provided, and are selecti^ 
by a multiplier switch. The range for c^arrier- 
noise measurement is from 30 to 70 db below 
100% modulation or 65 db below an audio¬ 
frequency signal of zero level. 

Input: A tmiable r-f input circuit and a 500- 
ohm audio-frequency input circuit are provided. 
Audlo-Eroquoncy tango: 380 to 420 cycles for 
distortion measurements; 30 to 24,000 cycles 
for noise or hum measurements. For extending 
the distortion measurements mnge, see Typk 
732-PI liiiuge-Extension Filters. 

Corrior Froquoncy tongo: The Typd 732-13 
Distortion and Noise Meter is designed to 
operate at any carrier frequency between 0.5 
and 60 meg.'icycles. This range is covered by 
two coils. A single coil (either for the 0.5- to 
8-Mc nuige or for the ^ to 60-Mc range) is 
supplied with the instrument unless lx>th coils 
are specifically ordered. The coils are readily 
interchanged. (See price list.) 

Accurocyt The over-all accuracy of measure¬ 
ment of each distortion range is better than 
±5% of full scale ±0.1% distortion. 

Matart A Weston Model 643 Meter, calibrated 
directly in per (rent distortion and decibels 
noise level, is provided. Zero adjustment of the 


meter is matle by a knob projecting from the 
metor face. 

Control!: A carrier control is provided for tun¬ 
ing the input circuit of the iiLStrumeut to 
resonance with the cjirrier. A switch is provided 
for selecting the pro|)er distortion or noise 
ruj^;e. An amplifier g:tin control and an on-off 
switch with pilot lamp arc also provided. 
Vacuum Tubas: One 37, two fiCu, one 1-V, and 
one 84 are supplied. 

Othar Accatsorias Suppliad: Spare fuses and 
pilot lamps. Two dummy plugs to l>e used if 
the Type 732-Pl R:ingc-Extcnsion Filters are 
not connected. One carrier input coil. 

Tarmlnals: In addition to the radio-frequency 
input binding posts at the re:ir, two normaf- 
through We.sten: Electric output double jacks 
are provided on the piuiel, one at high imped¬ 
ance for the modulated envelope from the 
rectifier, and one at 5(X) ohms for u.se in audio¬ 
frequency testing. 

Rowar Supply: 115 or 230 volts, 40 to 60 cycles. 
Mounting: Tlu' instrument is relay-rack 
mounted. The panel is aluminum w’ith the 
standard General Radio block-crackle lacquer 
finish. 

Dimansions: Panel, 19 X 8^4 inches; depth 
1>chind panel, 12 inches. 

Nat Waight: 40 fioiinds. 


Type Description Code Word Price 


732-B 

Equipped for 0.5- to 8-Mc Corrior Kongo . . 

EXPEL 

$374.00 

732-B 

Equipped for 3- to 60-Mc Carrier Range ... 

EQUAL 

374.00 

732-76 

Extro Coils for 3- to 60-Mc Carrier Range. .. 

CYNIC 

16.50 

732-75 

Extra Coils for 0.5- to 8-Mc Carrier Range . . | 

I CUl.Elt 

16.50 


Figura 4. Functional schamotic diagram of tha Typo 732-B Distortion and Noisa Motor. 




lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800 ) 899-8438 • fax: (516) 334-5988 


















































GENERAL RADIO EXPERIMENTER 


8 


SPECIFICATIONS FOR TYPE 732-PI RANGE-EXTENSION FILTERS 


Audlo-Fr«quen<y Rongei 50, 100, 1000, 5000, 
and 7600 cycles. Flat band width d=6%. 
Accuracy! At distortions greater than 0.5%, 
the error is less than 10% of the true value 
±0.15% distortion. 

Accatiorles! Two shielded cables are supplied 
for connecting the Type 732-Pl Kange 
Extension Filters to a Type 732-B Distortion 
and Noise Meter. 

Taft Voltogar The Type 1301-A Low-Distor¬ 
tion Oscillator is recommended as the source of 
test voltage. 

Type Description 


Controls! A single control is provided for 
selecting the proper filter. 

Mounting: The instrument is relav-rack 
mounted. The panel is aluminum with the 
standard Generm Radio black-crackle lacquer 
finish. 

Dimensionft Panel, 19 X inches; depth 
behind panel, 12 inches. 

Not Wolght! 25 pounds. 

Code Word Price 


732-PI I Rongo-Extonsion Flltori 


ESSAY $209.00 


MISCELLANY 


Recent Visitors to General Radio 

—from Holland: Dr. C. E. Maitland, 
General Board of Management, and Dr. 
R. M. M. Obermann, Chief Engineer, 
Instrument Laboratory, State Board of 
Post and Telegraph Service; Willem A. 
Van Waasdijk, Chief Engineer, Radio 
Division, Van Der Heem, N.V., The 
Hague; F. C. L. Van Vugt, E. Wieringa, 

M. Vader, and H. Landeweer, of N. V. 
De Bataafsche Petroleum Mij., The 
Hague. 

—from Switzerland: Dr. Karl Berger, 
Lecturer of High Voltage Engineering, 
Swiss Federal Institute of Technology, 
Zurich. 

—from Norway: Erik Julsrud, En¬ 
gineer, Broadcasting Dept., Norwegian 
Telegraph Administration, Oslo. 

—from India: B. V. Baliga, Chief 
Engineer, M. L. Sastry, Engineer, and 

N. N. Pai, Engineer, of All-India Radio, 
New Delhi. 


—from England: Dr. A. J. Biggs, of 
the Research Laboratories of General 
Electric Company, Ltd., Wembley, and 
C. H. Crocker, Development Labora¬ 
tories, General Electric Company, Ltd., 
Coventry. 

Papers Presented 

— by W. N. Tuttle, Development 
Engineering, *ThjTatron Control of 
A-C Motors,” at the National Elec¬ 
tronics Conference, November 5. 

— by R. A. Soderman, Development 
Engineering, ”A V-H-F Bridge for 
Impedance Measurements at Frequen¬ 
cies between 20 and 140 Me,” at the 
Rochester Fall Meeting, November 19. 

— by H. B. Richmond, Chairman of 
the Board, “The Value of an Engineer¬ 
ing Training in Administration,” at the 
dinner preceding the joint meeting of 
the I. R. E. and the A. I. E. E., New 
York, December 3. 
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CAMBRIDGE 39 MASSACHUSETTS 
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